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Real-time detection of ambient aerosols using photothermal interferometry:
Folded Jamin interferometer
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Work in our laboratory has been directed at the development of a new class of instrumentation that
can directly measure ambient aerosol absorption through photothermal interferometry. The hallmark
of this approach is its ability to directly measure aerosol absorption without interference from
aerosol scattering since the signal originates from the thermal dissipation of the spectrally absorbed
energy. While the principle of the photothermal technique for the detection of aerosols was
demonstrated in the mid-1980s, this interferometric technique remains a laboratory technique
largely due to sensitivity to mechanical vibrations and other environmental factors that result in
unwanted signal interference and commensurate reduction in detection sensitivity. In order to realize
its application outside the laboratory, a folded Jamin interferometer design has replaced both the
traditional Mach-Zehnder and unfolded Jamin configurations. The folded Jamin affords many
advantages, which include high degree of common mode noise rejection, insensitivity to rotation
and translation of optical components, inherent double pass configuration, and compact size. In this
article, we report on the performance of this optical configuration and present representative data for
both absorbing and nonabsorbing aerosols. © 2006 American Institute of Physics.
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INTRODUCTION

The contribution of aerosol radiative forcing to the glo-
bal radiation balance is now recognized as an effect that must
be incorporated in our climate models if accurate predictions
of climate are to be realized.1–6 However, the quantitative
influence of aerosols on the radiation balance remains one of
the most uncertain components of climate change models.7

More recently, Schwartz8 has cited that this uncertainty
needs to “be reduced by at least threefold for uncertainty in
climate sensitivity to be meaningfully reduced and
bounded.” To achieve this goal, improvements in climate
modeling, in situ measurements, and fundamental laboratory
studies are all required. Specific to the present work is im-
provement in our understanding of “direct” forcing via aero-
sol absorption. These forcings can be of a magnitude com-
parable to those induced by anthropogenically released
greenhouse gases, yet, depending upon the degree of aerosol
absorption, can be either the opposite sign �negative �cool-
ing�� or same sign �positive �warming��.2,9–11 Hence, it is
highly desirable that careful laboratory and field measure-
ments of aerosol optical properties are undertaken so a more
rigorous understanding of aerosol climate forcing can be de-
veloped.

The most common method for the measurement of aero-
sol absorption is to measure the change in optical transmis-
sion of particulates deposited onto a filter.12,13 While the
filter-based approaches offer several advantages �e.g., com-
mercial availability, unattended operation, robustness, opera-
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tional inside an aircraft, low-tech method, and relatively fast
response time�, these filter-based techniques possess signifi-
cant drawbacks that warrant cautious use. Chief among these
drawbacks is artifact absorption. For example, artifact ab-
sorption can originate from particulate and/or filter substrate
light scattering, as well as multiple absorptions. Both pro-
cesses can result in an overestimate of the true absorption.
Bond et al.12 have reported that all filter-based measurements
of aerosol absorption display some response to scattering by
particles. Specifically they found that these techniques ex-
hibit a response ranging from 2% to 9%, depending upon the
particular technique employed �particle soot absorption pho-
tometer �PSAP�, integrating plates �IPs�, or hybrid integrat-
ing plate system �HIPS��. Interestingly, despite correction for
this artifact, absorption measured via these filter methods on
reference samples was still found to be too large by 20%–
30%. Other potential issues with filter-based approaches are
evaporation of semivolatile material from the particle after
collection and the potential influence of the substrate on the
optical properties of the collected particles themselves. An
example of the latter includes absorption values less than
zero, as might occur if a hygroscopic particle were to wet the
filter material, thereby increasing the transmittance through
the filter in a fashion similar to the “wet T-shirt effect.” It
should be noted that the multiangle absorption photometry
�MAAP� approach under development by Schönlinner and
co-workers has demonstrated success at overcoming some of
the artifactual absorption issues.14,15

In an effort to address some of the difficulties associated
with the filter-based techniques, a new class of instruments

capable of directly measuring aerosol absorption is being
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developed: photoacoustic spectroscopy16 and, the subject of
this article, photothermal interferometry �PTI�. The hallmark
of these approaches is that they directly measure aerosol ab-
sorption without interference from aerosol scattering since
their respective signals originate from the thermal dissipation
of spectrally absorbed energy. In the specific case of PTI,
aerosol absorption is measured through the refractive index
change that accompanies this energy transfer process. In con-
trast, photoacoustic spectroscopy �PAS� measures the con-
comitant acoustic shock wave that is generated following
light absorption. Despite being originally developed in the
early 1980s,17,18 and even demonstrated for measuring aero-
sol absorption,19–21 the photothermal technique has seen lim-
ited application.22–24 This limited use can be traced to the
sensitivity of some of these early interferometer designs to
mechanical vibrations which required elaborate vibration
isolation schemes. However, as will be discussed, the use of
a folded Jamin configuration can greatly reduce these noise
contributions to negligible �manageable� levels and remove
sensitivity of the measurement to optical component rotation
and translation.25–28

EXPERIMENT

Background. Lin and co-workers19–21 described the in
situ measurement of the aerosol absorption of ammonium
sulfate using, what the authors referred to as, phase fluctua-
tion optical heterodyne �PFLOH� spectroscopy.17,18 These
initial instruments used a Mach-Zehnder �MZ� configuration,
where one arm of the interferometer consisting of a single-
frequency laser �He–Ne�, initially split by a 50/50 beam
splitter �BS�, was directed into a sample cell and where and
a counterpropagating “pump” laser �line-tunable CO2� over-
lapped this “probe” beam.

Absorption of the pump laser light by the aerosol re-
sulted in local heating, which, in turn, caused an expansion
of the air in the cell. As discussed above, this expansion
results in a change in the refractive index that causes the path
length taken by the probe He–Ne beam, relative to the refer-
ence arm, to change: in other words, creation of a phase shift,
���t�, between the two arms of the interferometer. Upon
exiting the cell, the probe beam was directed toward a sec-
ond BS that recombined the two arms of the interferometer
creating the interference pattern that was subsequently de-
tected by a single-element detector. It is this phase shift,
which is proportional to the change in index of refraction,
�n, that can be related to the induced temperature increase,
�T, via the Gladstone-Dale equation,

�n = ��n − 1�/To��T . �1�

Theory. If we let the optical fields of the signal �probe
beam� and local oscillator �reference beam� be represented
by

Eprobe = Aprobe cos��probe + �probe + ���t�� ,

�2�
Eref = Aref cos��ref + �ref� ,

where Aj, �, and � represent the amplitude, angular fre-
quency, and phase; and, where ���t� is the induced time-

dependent phase fluctuations introduced above, it can be
shown, for a square law detector, that the current in the de-
tector, I�t�, is

I�t� = � e�

h�
��Pprobe + Pref + 2�PprobePref�cos��probe − �sig�

− sin��probe − �sig����t��	 . �3�

Here, we have introduced factors that account for detector
responsivity, namely, e the electronic charge, � the detector
quantum efficiency, and h� the laser energy, and have explic-
itly accounted for the laser power, Pj. In order to realize
optimal �read: linear� detection sensitivity, the relative path
lengths for the two arms of the interferometer are adjusted so
that the system is in quadrature; that is, �ref−�probe= �2n
+1�� /2. Under these conditions, the detector current reduces
to

I�t� � � e�

h�
�2Po sin ���t� = � e�

h�
�2Po���t� , �4�

where we have made the laser power in each arm of the
interferometer the same �Po= Pprobe= Pref� and, for small
���t�, let sin ���t�
���t�. The value of this expression is
that it enables us to formulate an expression for the signal-
to-noise ratio �SNR�,

SNR =
Isig

2

Inoise
2 =

�e�/h��2Po
2��2

2e�e�/h��Po�f
=

�Po��2

h��f
, �5�

where �f is the signal processing bandwidth, and where we
have assumed that shot noise dominates and thus neglected
contributions from dark current and Johnson noise. This ex-
pression can be rearranged in terms of �� to allow estima-
tion of the minimum detectable phase shift,

�h��f

�Po
= ��min, �6�

where SNR has been set to 1. For example, the projected
minimum detectable phase shift for a 632.8 nm HeNe oper-
ating at 1 mW output power, a detector efficiency of 0.6, and
a 1 Hz bandwidth is �2�10−8 rad. The recent work of
Owens et al.22 has realized detection sensitivities within a
factor of 4 of this quantum noise limit �vide infra�.

If we assume that the variation of the refractive index
along the path of length l is uniform,29 the phase shift of the
signal will then be given by

�� =
2�l

	

�n − 1�
To


Pexc

4�a2�Cpf
, �7�

where f is the modulation frequency of the excitation
beam �e.g., 50 Hz�; Cp is the specific heat of air
�1005.4 J kg−1 K−1�; � is the density of air �1.205 kg m−3�; 

is the absorption coefficient of the particle; Pexc is the exci-
tation laser power �e.g., 200 mW�; 	 is the probe/reference
wavelength �632.8 nm�; a is the radius of the pump beam
�e.g., 1 mm�; To is the absolute temperature �300 K�; and n
is the index of refraction of air �1.000 292�. Combining Eqs.
�7� and �6� and solving for 
 result in an expression enabling
an estimate of the minimum detectable absorption coeffi-

cient,
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min =
2a2�Cpf	To

�n − 1�lPexc
�2h�

�Po
. �8�

Using the values cited above, a minimum detectable absorp-
tion coefficient is estimated to be �1 Mm−1, a sensitivity
level commensurate with that needed to measure expected
aerosol absorption levels �0–100 Mm−1�.

Instrument design: Folded Jamin interferometer. A
folded Jamin �FJ� interferometer is a variation of a Sagnac
interferometer except the paths that the two counterpropagat-
ing arms do not overlap. This nonoverlapping configuration
can be accomplished by shifting a retroreflector by a small
distance relative to the geometric center of the interferom-
eter. Figure 1�a� depicts a generic folded Jamin interferom-
eter. What makes this interferometric design especially ap-
pealing is the inherent optical stability of the configuration.
As pointed by Moosmüller and Arnott,26 the folded Jamin
configuration allows the realization of a virtually vibration-
insensitive interferometer since this configuration is insensi-
tive to rotation and translation of the two optical components
that make up the interferometer.

As discussed above, in order to realize maximum sensi-
tivity it is critical to ensure that the interferometer is locked
onto the quadrature point. In previous interferometer designs

FIG. 1. �Color online� The upper panel depicts a generalized folded Jamin
Reducing the retroreflector offset from the geometric centerline �i.e., �→0�
Jamin interferometer built by Interferomet �Ref. 31� and modified for use wit
through the interferometer, while the purple lines represent the interfering
green ray traces the pump laser which is arranged in a glancing configuration
Schematic adapted from Ref. 30.
utilizing either the Mach-Zehnder or unfolded Jamin con-
figurations, this was accomplished by having one optical
component �e.g., mirror or etalon, respectively� outfitted with
a piezoelectric transducer �PZT�. Directing a portion of the
output of the interferometer signal through a feedback cir-
cuit, a correction voltage could then be applied to the PZT so
that the position of the component can be shifted slightly
resulting in a change in the phase between the two interfer-
ometer arms thereby enabling the quadrature condition to be
maintained. However, the nature of the folded Jamin design
effectively precludes this straightforward approach from be-
ing used �recall insensitivity to component rotation and
translation� thereby requiring more creative methods to ob-
tain quadrature. One approach, suggested by Moosmüller
and Arnott,26 is to exploit polarization. In this approach, a
circularly polarized HeNe beam is split into its s and p com-
ponents such that the two counterpropagating arms that make
up the folded Jamin configuration are made up of the differ-
ing polarizations. In this event, the use of a variable retarder
to adjust one polarization enables the system to be brought
into quadrature. An alternative approach, and the one taken
here, is to split the retroreflector widthwise into two parts
and to connect these two halves together through a PZT. This
unique configuration is the basis for a recently available

erometer outfitted with a Porro prism retroreflector �adapted from Ref. 26�.
lts in a Sagnac interferometer. The lower panel is a schematic of the folded
photothermal technique. The red lines trace the single-frequency HeNe laser
ls generated when the two arms of the interferometer are recombined. The
iminate spurious signal generation within shared optics. See text for details.
interf
resu

h the
signa

to el
folded Jamin interferometer originally developed for high-
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precision metrology applications such as measurement of
length, angle, vibration, as well as gas and liquid
refractivities.30 Depicted in Fig. 1�b� is a schematic of Inter-
feromet’s AIMS folded Jamin interferometer30 that has been
modified for application with the photothermal technique.
The two counterpropagating HeNe beams are arranged such
that one arm �i.e., outer beam in Fig. 1�b�� intersects with the
large retroreflector while the other arm �i.e., inner beam in
Fig. 1�b�� reflects off the smaller retroreflector. The main
advantage of this approach over the polarization approach is
the requirement for fewer optical components.

As the details of the AIMS unit can be found on the
manufacturer’s website,30 only the most salient points rel-
evant to the present discussion will be highlighted here. As
depicted in Fig. 1�b�, a 50/50 beamsplitting coating on the
front surface of the etalon slab splits the focused, incoming
HeNe laser. The 50% that is reflected from this front surface
is subsequently reflected off the totally reflective back sur-
face thereby creating the requisite two arms of the interfer-
ometer. Both beams are then directed towards the specially
designed retroreflector assembly alluded to above that has
been offset slightly from the geometric center axis. In this
way, two nonoverlapping sets of beams are generated. Upon
reflection off of the retro assembly, the two counterpropagat-
ing beams are then recombined at the etalon to generate the
interference patterns that are detected by two p-i-n diodes.
Shifts in the interference pattern can then be monitored
through phase sensitive detection techniques.

For the present photothermal application, a pump beam
must be overlapped with one arm of the interferometer.
While there are a small number of choices available on how
to do this, care must be exercised to ensure that unwanted
noise is not brought into the system that would compromise
overall detection sensitivity. Examples of unwanted noise in-
clude pump beam leakage into the “reference” arm, localized
heating within those optical elements shared by the HeNe
and pump beams due to absorption at the pump wavelength,
detection of residual pump beam by p-i-n diodes due to light
leakage through filters, and nonsymmetric attenuation of the
two interferometer beams within the optical train. During the
course of testing, two optical configurations were tried: �i� a
polarizing beamsplitter cube and �ii� a glancing angle con-
figuration �as depicted in Fig. 1�b��. In the former configu-
ration, a polarizing beamsplitter cube �CVI Laser Corp.� was
used to overlap the pump beam with one arm of the interfer-
ometer. Specifically, the polarizing cube, centered on the in-
ner beam path passes the p-polarized HeNe beam while re-
flecting the s-polarized pump wavelength. The advantage of
this optical arrangement is that it enables complete overlap
between the sample arm and the pump beam. However, un-
der high-sensitivity conditions it was observed that the base
line is not stable due to localized heating within the polariz-
ing cube. For example, typical signal levels for the 15 mW
532 pump laser �Brimrose� chopped at 100 Hz was 20 �V,
whereas the typical base line without 532 beam was 250 nV.
Clearly this two order-of-magnitude increase in base line is
unacceptable. Consequently an alternate optical configura-
tion was considered: a glancing arrangement where the pump

beam was brought in at a 1°–2° angle relative to the HeNe
beam using a 3 mm folding prism. Employment of an off-
axis alignment has been successfully used in the past by
Owens et al.22 and Mazzoni and Davis.29 While this configu-
ration does sacrifice interaction path length, it completely
eliminates many of the interference effects attributable to
localized heating within shared optical components. The use
of a mirror after the second folding prism enables a double
pass of the pump beam further minimizing signal loss with
this configuration, as shown in Fig. 1�b�.29

In an effort to eliminate thermal gradients across the
beam paths originating from the laser power supplies and/or
draughts, a Lexan-based enclosure was constructed that
housed only folding optics and sample cell. In addition to
this, the inside of the Lexan enclosure was lined with an
acoustic isolation material �Hushcloth�. At a 1 in. thickness,
this material provides a 0.9 absorption coefficient from
1000 to 4000 Hz and nominally 0.75 from 500 to 1000 Hz.
As an added measure to the Hushcloth, the outside of the
enclosure was lined with Whispermat™. This results in a
three-layered enclosure �Whispermat-Lexan-Hushcloth� en-
abling data acquisition in noisy environments �e.g., labora-
tory hood fans, and talking, running pumps� without compro-
mising detection sensitivity.

Measurement details. The interference patterns measured
by the p-i-n diodes �Centronic OSD 5-5TB Si photodiode
outfitted with “bugs-eye lens”� were monitored using phase
sensitive detection employing a Stanford Research System
lock-in amplifier �SRS-850�. The reference frequency is pro-
vided by the “trigger out” from the mechanical chopper
�SRS-540�. The LIA was interfaced to a laptop computer
�Dell, Latitude 840C� via USB-GPIB �National Instruments�
for data acquisition, storage, and subsequent analysis. Typi-
cal detection bandwidths were 26 mHz �3 s time constant�,
7.8 mHz �10 s time constant�, or 2.6 mHz �30 s time con-
stant�.

The interferometer laser was a single-frequency HeNe
from Melles Griot �05-STP series�. A 3 min wedge was in-
corporated into the HeNe optical train before entry into the
Jamin head to prevent back reflections to the laser head. The
514 nm �and 248 nm� pump laser �Coherent argon ion laser
model 300c FreD with the capability of intracavity doubling�
had an adjustable power from 100 mW to 1.5 W �2–30 mW
at 248 nm� that was measured using a power meter �Newport
model 818-UV and Ophir model 30A�. Following a warm-up
period ��30 min� the interferometer alignment was opti-
mized by monitoring the Lissajous circle generated when the
two 90° out of phase outputs from the p-i-n diodes were fed
into an oscilloscope �LeCroy 9350AM�. Once optimized, the
output from one of the p-i-n diodes was connected to a
servo-control feedback circuit designed to lock onto
quadrature.30 This circuit maintains quadrature by applying a
correction voltage to the PZT connecting the two halves of
the retro assembly. This circuit applies a correction voltage
to the PZT for slow unmodulated temperature drifts in the
system while completely ignoring the transient temperature
changes induced by the modulated pump laser. Figure 2
shows PTI signal as a function of modulation period for a
1 �l sample of acetone in a 5 cm sample cell. For these

measurements, the pump laser is tuned to 248 nm to access
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the acetone n→�* transition.31 From the figure it is easily
seen that the optimal modulation frequency is about 100 Hz.
As a result, all measurements are conducted at �100 Hz to
avoid any unnecessary signal attenuation. Prior to entering
the cell, the pump beam is focused by an f /6 lens so that the
beam waist overlaps the HeNe beam in the center of the
sample cell. Finally, the spatial resolution of this folded
Jamin interferometer, with servo feedback to maintain
quadrature, is subpicometers �e.g., for a 1 V peak-to-peak
Lissajous figure a 1 nm path length change will generate a
10 mV signal, vide infra�.

Nitrogen dioxide at 11 ppm was procured from Scott
Gases �Certified Working Class� while nitrogen was obtained
in house �minimum purity of 99.9%�. The gases were me-
tered into the sample cell using a Tylan four-channel flow
controller �model RO-28� outfitted with a 1 l /min and
0.1 l /min mass flow controller �model FC-280�. Acetone
was spectroscopic grade �Mallinckrodt� and aliquots were
provided by a micropipette �Chempette, Series 7947� in
quantities ranging from �100 nl to 5 �l. The 5 cm path
length sample cell was UV-grade quartz �NSG Precision
Cell, type 35� and had a volume of 75 cm3. For those experi-
ments involving aerosols, two types were used: black carbon
�BC� which represents an absorbing aerosol and the nonab-
sorbing �at 514 nm� ammonium sulfate. The glassy carbon
was obtained from Aldrich �99.95%�. For the BC experi-
ments, a small amount of the material was placed at the
bottom of an impinger whereupon nitrogen, flowing at
1 l /min, was turned on for 30 s and then turned off. This
action resulted in a “puff” of BC into the sample cell. The
nominal particle density into the cell was on the order of
5000 particles/cm3 as measured with TSI’s condensation
particle counter �model 3025�. Once the air stream was
cleared of BC, a 0.1 l /min flow of NO2 was released into the
cell to verify operation of the instrumentation. In contrast,
the �NH4�2SO4 was generated using a constant output atom-
izer �TSI model 3076�. For the proof-of-principle experi-
ments conducted here, a 0.125% solution of ammonium sul-

FIG. 2. �Color online� PTI signal as a function of modulation period. The
PZT servo feedback circuit is designed to correct for slowly varying thermal
drifts that occur on the order to 1–10 s. These data show that the optimal
modulation frequency is on the order 100 Hz. The blue line depicts the 1/ f
dependence of the PTI signal at high chopping frequencies.
fate was used. Again, as with the BC experiments, once the
air stream was cleared of the aerosol, a 0.1 l /min flow of
NO2 was released into the cell. The particle count for the
ammonium sulfate exceeded the dynamic range of the CNC
�105 cc−1� and is estimated to be 107 particle/cm3 based on
the TSI constant output atomizer user manual and perfor-
mance specifications.

RESULTS AND DISCUSSION

The first set of experiments carried out at 514 nm in-
volved performance measurements using a calibrated quan-
tity of nitrogen dioxide. When conducting a pump-and-
probe-type experiment involving phase sensitive detection it
is imperative that great care be taken to eliminate stray pump
light leakage into the field of view of the detectors that moni-
tor the interference pattern. In the case of the 514 nm pump,
the required high rejection ratio of pump beam to interfer-
ometer beam was made slightly complicated by the close
proximity of this wavelength to the interferometer wave-
length at 632 nm. However, by using a combination of a
long-pass filter and narrow-bandpass filter centered at the
HeNe wavelength the high rejection ratio necessary was
achieved. Specifically, the 2 in. square long-pass filter �OG-
570, 
90% transmission at 632 nm and O.D. 4 at 514 nm�
covered both the HeNe exit and return ports on the Jamin
head while the 1

2 in. bandpass filters �CVI Laser; 90% trans-
mission at 632 nm and O.D.
5 off central wavelength�
were placed in front of the return ports only since the p-i-n
diodes are aligned to these ports. This arrangement also en-
sured that there was symmetric attenuation of both interfer-
ometer arms.

Experiments measuring the PTI signal as a function of
laser power resulted in the expected linearity �cf. Eq. �7��,
with a correlation coefficient exceeding 0.999 for a detection
bandwidth of 7.8 mHz and a modulation frequency of 94 Hz.
For these experiments the laser power was taken as the av-
erage value measured for the duration of a given laser power
setting. The added utility of this measurement is that it pro-
vides information regarding minimum laser power require-
ments for signal extraction for in-field deployment. This set
of experiments was then followed by the examination of the
PTI signal linearity to the analyte concentration. A represen-
tative example of the raw signal as a function of concentra-
tion in a time series is shown in the upper panel of Fig. 3
while the lower panel contains the plot of the PTI signal
versus NO2 concentration �in parts per billion �ppb��
from several independent experiments. The slope of the
lower trace can be used to calculate the NO2 absorption co-
efficient at 514 nm and is found to be 2.2±0.08
�10−19 cm2/molecule. This value compares favorably with
the average of 1.8±0.2�10−19 cm2/molecule that was esti-
mated from the work of Davidson et al.,32 Vandaele et al.,33

Vandaele et al.,34 Harder et al.,35 Voigt et al.,36 Schneider
et al.,37 Harwood and Jones,38 and Burrow et al.39 Convert-
ing the NO2 concentration from ppb to absorption coefficient
�Mm−1� and extrapolating to the LIA base line of 300 nV
�rms value of the base line absent any NO2� a detection
sensitivity approaching �200 Gm−1 is predicted �or about

0.3 ppb�. This extrapolation is within a factor of 7 of that
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predicted using Eq. �8�. In 1982, Campillo et al.40 used a
stabilized Fabry-Pérot cavity to measure NO2 and cited an
extrapolated detection limit of 7 ppb with a 3 W, 514 nm
excitation source or about 3.5 Mm−1. As an additional refer-
ence point on the projected detection sensitivity, Owen
et al.22 reported a sensitivity of 37 Gm−1 for ammonia at
1085 cm−1 using an unfolded, 38 cm path length Jamin in-
terferometer. It should be noted that the absorption cross sec-
tion for the sR�5, 0-5� rotational states of ammonia at
1084.6 cm−1 is 3.6�10−18cm2/molecule or about 10� larger
than the absorption cross section for NO2 at 514 nm.41 Ob-
vious improvements, discussed in further detail below, such
as increasing the path length from 5 to 25 cm would increase
the detection sensitivity to 40 Gm−1. The departure from lin-

earity observed at higher concentrations indicates the onset
of effects attributable to thermal lensing caused by large tem-
perature gradients present under the higher NO2 loading lev-
els. However, using the current configuration, the linear re-
gion does span four orders of magnitude and can be extended
to higher concentrations by decreasing the pump laser inten-
sity or increasing the chopping frequency. Since the photo-
thermal technique is based on the dissipation of heat, data
from readily available molecular standards such as NO2 can
serve as the calibration standard for the measurement of ab-
sorption of aerosols.

Figures 4 and 5 show PTI signals obtained from BC and
ammonium sulfate �nonabsorbing aerosol at 514 nm�, re-
spectively. The nominal BC particle density of
5000 particles/cm3 as measured with TSI’s condensation

FIG. 3. �Color online� PTI signals for
NO2. Top trace shows an example of
the PTI signal for a time series of NO2

loadings in the sample cell while the
lower trace is a plot of independent
measurements of the PTI signal vs
NO2 concentration. Numbers cite in
upper trace is the NO2 loading in ppb.
The calculated absorption coefficient
is based on best fit. See text for details.
particle counter. Once the BC was cleared out of the sample
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chamber �as evidenced by a commensurate decrease in the
PTI signal�, a 0.1 l /min flow of NO2 was released into the
cell to verify operation of the instrumentation. This was
again followed by another 30 s puff of BC. The presence of
BC at this particle density is clearly discernable against the
base line. The detection bandwidth for these measurements
was 7.8 mHz and the nominal laser power was 250 mW. It
should be noted that the differing rise times between the
black carbon and the NO2 reflect the differing flow rates used
in the two channels: 1 l /min for the aerosol channel and
0.1 l /min for the NO2. In contrast to the BC signals, when a
pure aerosol scatterer is injected into the flow cell no signal
is observed, as expected. This is exemplified by the interro-
gation of a 107 particle/cm3 density of ammonium sulfate.
Despite loading the sample cell with a particle density that
was nearly four orders of magnitude higher then that used in
the BC experiments, the complete absence of an absorption
channel results in no PTI signal. Following the injection of
the ammonium sulfate, NO2 is again introduced into the cell,
in an analogous fashion as that done with BC, to confirm the

FIG. 4. �Color online� PTI signals for “puff” of black carbon. Signal for
11 ppm of NO2 demonstrates that the unit is operating correctly.

FIG. 5. �Color online� Ammonium sulfate does not absorb at 514 nm, thus
there should be no photothermal signal. These data also demonstrate that

PTI suffers no interference from light scattering.
instrument is within nominal operational parameters. Data
acquisition parameters are the same as that used for the BC
experiments.

With the conclusion of these proof-of-principle experi-
ments, it is instructive to conduct a top-level evaluation of
areas where the performance of this instrument could be fur-
ther improved. One high priority improvement would be to
incorporate a multispectral capability. Such a capability
would increase the utility of the instrument by either allow-
ing multiple species to be studied simultaneously and/or for
increased finesse of a single species measurement by en-
abling simultaneous measurement at multiple “on” and “off”
absorption wavelengths. One obvious approach to realize
this capability would be to copropagate into the sample cell
several pump wavelengths of interest where each is modu-
lated at a unique frequency that is not an integer of another
modulation frequency. The resultant data set could then be
demodulated using either multiple lock-in amplifiers or by
taking the Fourier transformation from temporal space to fre-
quency space. This approach can be extended to any number
of pump wavelengths.

Another obvious improvement would be to incorporate a
higher power pump laser for increased detection sensitivity,
along with the already cited increase in path length. A less
obvious but just as potentially valuable improvement would
be to replace the single-frequency HeNe laser with a single-
frequency blue laser. Since the sensitivity of the PTI ap-
proach goes as the square root of the interferometer wave-
length and inversely as the power of that laser �cf. Eq. �8��
replacement of the 1 mW HeNe with a 5 mW 430 diode
pumped solid-state �DPSS� laser �e.g., Melles Griot 85-BTL-
005-115� would be expected to increase the detection sensi-
tivity by nominally 6� �with all other things being kept con-
stant�. However, issues associated with a larger linewidth and
phase noise relative to the HeNe laser could limit the overall
sensitivity increase via this approach. Top-level examinations
of potential improvements such as these outlined here ulti-
mately provide information that can be readily utilized in
instrument design flexibility. For example, the performance
enhancement that could be realized by incorporating the blue
laser discussed above would allow the sample path length to
be decreased while still maintaining a given detection sensi-
tivity. Such a decrease in path length would result in a more
robust platform.

Finally, the current interferometer design still possesses
moving parts that could potentially translate into unwanted
noise. While the polarization-based folded Jamin design sug-
gested by Moosmüller and Arnott26 possessed no moving
parts it was felt that the increased complexity of this design
offset the benefits. However, there is a slight modification to
the present interferometer configuration that would result in
a design that had no moving parts: replacement of the non-
tunable interferometer laser �HeNe� with a single-mode, con-
tinuously tunable diode laser. Incorporation of a tunable laser
would allow the use of a single solid retroassembly since
quadrature could then be obtained by simply tuning the fre-
quency of the laser �via the injection current into the semi-
conductor laser� as opposed to using a PZT actuator. Recall

that emission wavelength of a diode laser is controlled by the
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variation of the injection current and/or temperature.42 The
obvious advantage of this is that the entire unit would not
possess any moving parts with no additional optical compo-
nents thereby resulting in a unit with very high degree of
mechanical stability. Interferometry utilizing tunable lasers
has been employed for surface profilometry43 and length
metrology.44 It is interesting to note that Ishii et al.45 sug-
gested that interferometers using phase shifters such as a
PZT could be replaced with tunable laser sources.

We have demonstrated that a folded Jamin interferom-
eter can be used to measure photothermal signals generated
by either gases or aerosols. The hallmark of the photothermal
interferometric technique is that it has very high sensitivity,
while the hallmark for the folded Jamin design is superior
mechanical stability relative to other interferometer configu-
rations �MZ and unfolded �Jamin�. Finally, it was shown that
PTI can be used to measure the absorption of aerosols and
that aerosol scattering has no effect on the PTI signal.
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